ARCS SMET Datalogger and Sensor Field Calibration Form

Calibration information

Calibration Field
This is a (check which): Calibration Check Calibration
Date- GMT Be.gln GM.T E.nd
Time: Time:
5/1/1998 7:28 9:45

Instrument / System:

TWP OMS Part Number(s):

ARCS #

Spare SMET Data Logger

ZENO-3200(SMET)

Current Configuration Version:

CALF(DAQM1)-0003

TWP OMS Serial Number(s):

23

New Configuration Version

V951025.00
Location
(eg. PNNL, Manus): Participant(s): Issued by: Signature(s):
Manus W. Porch W. Porch
F. Helsel
Reference Instrument(s): TWP OMS Part Number(s): TWP OMS Serial Number(s):
Fluke 8842A Voltmeter 8842A 6750251
Anemometer Drive 18801 CA01719
Vane Angle Bracket 18212 001
T/RH Indicator / Probe HMI31 / HMP35A S0320016 / 683704
Digital Barometer PAL11A BARO01
Humidity Calibrator HMK11
Verify that reference instruments' serial numbers above are correct or modified(check box if true) X

Verifv that SMET instruments' serial numbers below are correct or modified(check box if true)

FM(DAQM)-001.000
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II. Initial Values

Reference:

CALF(DAQM1)-0003

Reading: Reference: Reading: Reference: Reading:
Sensor / Element: Target Target Target
Serial Number: Actual Actual Actual Actual Actual Actual
SMET/WindHi 10Hz / 1m/s 40Hz / 4m/s 160Hz / 15m/s
18424/44687 2.3mls 2.3m/s
SMET/DirectionHi 0 deg. 90 deg. 270 deg.
18424/44687 21 24.0
SMET/WindLo 10Hz / 1m/s 40Hz / 4mls 160Hz / 15m/s
18426/44680 200rpm 9.999 800rpm 40.01 3200 160.03
SMET/DirectionLo 0 deg. 90 deg. 270 deg.
18426/44680 0 25 90 90.85 270 270.01
SMET/Barometer
505303 1009.21 1007.17
SMET/Temperature
S374006 28.31 28.44
SMET/RH
S374006 78.86 78.9
SMET/ORG no rain no rain
03317-C7 0.0315 0.0
Il.  Final Values Reference: Reading: Reference: Reading: Reference: Reading:
Sensor / Element Target Target Target
Serial Number: Actual Actual Actual Actual Actual Actual
SMET/WindHi 10Hz / 1m/s 40Hz / 4mls 160Hz / 15m/s
184828/44678
SMET/DirectionHi 0 deg. 90 deg. 270 deg.
184828/44678
SMET/WindLo 10Hz / 1m/s 40Hz / 4m/s 160Hz / 15m/s
28399/55531
SMET/DirectionLo 0 deg. 270 deg. 270 deg.
28399/55531
SMET/Barometer
505303
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CALF(DAQM1)-0003

No. of Samples: Std. Dev. CF Range % Uncertainty%

Were there calibration changes?(yes/no) No

V. Calilbration Change(if applicable)

Internal Original
Sensor or Parameter Sensor Serial No. Resistance Sensitivity Offset Quadratic
(Ohms) (Volts/Unit)
Old Old Old Old Old
New New New New New
Document(s) Referenced: Document(s) Updated:
PRO(DAQM)-005.001

PROBLEMS:
Refrence Temperature probe was not at site.
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