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Tasks
For each priority item insert new line (row) for each date/time entry

1 H2 Gen Repair Electrolyser
19-May-09 35.5 Cleaned water supply system. Started investigating condition of 

cells                                                                                                    
14May09 Cell 5 cleaned, Cell 3 had a number of holes, Cell 4 bad. 
15May09 On  going                                                             16May 
Work progressing                                                               17May 
Final checks        completed and unit set to work.                        
18May Unit running, fine tunning continueing. 

2 TRACKER Repair K&Z Tracker (or install spare Brusag)
19-May-09 36 13 May Found unit has stopped and would not intialize. Checked 

Cmos battery and tried a cold reset. No go. Removed tracker from 
Skyrad stand, and will install Brusag tracker.                                    
14 May Installation of Brusag tracker started                                    
15May09 Ongoing                                                                             
16May   Working through alignment issues.                                      
17May Solar tracker up and running and developing correction 
tables                                                                     18 May  Brusag 
still working on correction talbes ( Ref Manual statesit takes a 
couple of days) Wiring loom extended.                                              
19May09 Pointing is good and tracking on the centre of the NIP 
bulls eye. Ventilator fan chasnged on PIR1. Ventilator fan wiring 
extened to juncton box below tracker.

3 BBSS Purchase pipe, pump, and fittings to supply catchment water from 
large tank next to E-Van to Electrolyser/balloon launching area.

2 BBSS Replace large eye wash station behind H-Van at balloon filling 
area with new small units
Unable to locate the small units.

2 VANS Remove hardwired smoke alarms and install cover plates.
18-May-09 3 Completed

2 VANS Test Z-Van and Y-Van smoke alarms (need batteries?) 
19-May-09 1.5 Completed

Check MFRSR Alignment

Task Summary: Repair 
Electrolyser, solar tracker

SITE TASKS

SV-0905N
Final Report

Dates on Site: 12May - 22May
Required Items & Other Actions:
• Ship electrolyser spares from Darwin
• 

Site: Nauru

Safety:
Major Hazards: Caustic chemicals (KOH), Explosive gas (H2), AC electricity
Hazard Controls: BOM Electrolyser Handbook, BM Electrolyzer Operations/Maintenance Training, 
ASNZS 4836/2001-Safe Working on LV Electrical Installations, 2-man rule

When replacing items (e.g., desiccant, filters, etc.), record and report the quantity of spares left on site.

Team Members:
John Glowacki, Mike Ryczek

High priority / usually non-routine Low priority / usually routine Completed
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High priority / usually non-routine Low priority / usually routine Completed

19-May-09 1 Completed with observers
Not sure about status of tasks below and if still relevant

31 PC replace Loggernet monitor with monitor from instrment removal.

21-May-09 Replaced during SV0903N
32 TRACKER Check solar tracker UPS socket - overheated?

Requires replacement UPS twin socket(Orange)
33 POWER Install "Patch Panel?"

34 OTHER Ruthless inventory and organization of spares.
Genset parts inventory 70% complete

SHIPPING List items to be shipped following visit

Replacement KOH power
2 sets Metric and imperial allen keys.
1 set imperial and 1 set metric drills

FUTURE 
NEEDS

List items needed for future visits (spares, etc.)

Weather proof junction box for tracker ventilator fans.
Two smoke alarms for spares.
Rubberised tape.


